INTRODUCTION
============

With the rapid increase in the aging of the population, osteoporosis is a common and frequently encountered condition that the spine surgeon encounters. However, in patients with severe osteoporosis, the anchoring effect that holds the screw in place is decreased, and the probability of hardware failure is high. As a result, the possibility of nonunion is increased[@B15]. Therefore, transpedicular instrumentation is difficult for the spine surgeon to perform on an osteoporotic spine[@B1]. To overcome these limitations, in the osteoporotic spine, and obtain stability in the contact area of the cancellous bone with screws, many experimental studies have focused on increasing the effect of the pedicle screw pullout strength and transverse bending stiffness[@B15],[@B20],[@B21]. Among them, polymethylmethacrylate (PMMA) is becoming very popular due to its simplicity, availability, and cost effectiveness[@B14],[@B18],[@B19]. However, clinical comparative studies on a large number of patients using bone cement for transpedicular augmentation are limited. The purpose of this study was to examine and compare the safety and efficacy of bone cement augmented screw fixation in the setting of various spine diseases including spinal fractures associated with severe osteoporosis.

MATERIALS AND METHODS
=====================

Between February 2004 and August 2007, 250 consecutive patients, with various spinal diseases, including spinal fractures associated with severe osteoporosis underwent transpedicular screw fixation. Among the 250 individuals, 157 patients had 947 pedicle screws augmented with PMMA (Group I). Group II consisted of 93 patients that underwent screw fixation without bone cement augmentation in spite of severe osteoporosis (458 screws). All patients fulfilled the following inclusion criteria: (1) severe osteoporosis (the lowest T-score on DEXA bone mineral density \<-3.0), (2) more than 45 years of age, (3) patients that were evaluated for at least 10 months. The exclusion criteria: (1) previous back surgery, (2) instrumented fusion for primary spinal tumors or metastasis. Fusion was considered successful when the evidence showed no radiolucent halo and below 5° on lateral flexion and extension radiographs or plain follow-up X-rays demonstrated clear trabecular bone bridging across the intended fused segments at the final follow-up for interbody fusion. Patients were followed clinically and radiographically for a minimum of 10 months postoperatively. The follow-up period was from the shortest duration of 10 months to the longest 23 months, and the mean time period was 12 months.

1. Surgical technique of bone cement augmentation
-------------------------------------------------

Under general anesthesia, in the prone position, the lesion was reached by a posterior midline approach. Tapping was performed using just a 5mm smaller screw than a permanent screw in width and length under the C-arm guide, taking the location in which the bone cement would be injected into consideration. A bone biopsy needle was inserted into the tapping site, located in the anterior one half to one third portion of the vertebral body. Bone cement with a viscosity slightly thinner than that of toothpaste was prepared. Bone cement was injected under the C-arm guide, localized in the vertebral body through a bone biopsy needle. The bone biopsy needle contained approximately 2.4 cc of bone cement, and therefore about 4.8 cc per vertebra was injected. Permanent transpedicular screws were inserted as soon as possible after the injection of bone cement under the guidance of the C-arm([Fig. 1](#F1){ref-type="fig"}). Bone cement augmented transpedicular screwing was performed in adjacent vertebra using the same method. It took from a few minutes to 10minutes for the bone cement to become completely hardened; therefore, the rod was connected after at least 10 minutes. For the patients with compression/burst fractures or idiopathic scoliosis without neurological deficits, posterior or posterolateral fusion was performed without decompression The autogenous bone chips mixed with sufficient allograft bone chips were put on to the decorticated laminae. The sources of bone graft were autogenous local bone chips derived from spinous process and laminae and sufficient allograft bone chips ([Fig. 2](#F2){ref-type="fig"}). For the patients who need interbody fusion for neural decompression, complete neural decompression was followed by discectomy. After discectomy, autogenous local bone chips and allograft bone chips were inserted compactly into the disc space. And then 2 cages filled with autologous bone chips were inserted to the disc space.

2. Clinical Evaluation
----------------------

The preoperative and postoperative visual analog scale (VAS) and Oswestry disability questionnaire (ODI) were used for the assessment of pain and functional capacity and analy- zed with the paired t test. ANOVA, X2, correlation, regre- ssion, and subgroup analyses were also conducted. The level of statistical significance was established at a p\<0.05. Patients were also evaluated according to the modified MacNab\'s criteria for characterizing clinical outcome after spinal surgery. Postoperative complications were reviewed for instrument loosening or pullout, neurological deterioration due to cement leakage, infection and other procedure or cement related complications.

RESULTS
=======

The basic characteristics of each Group are summarized in [Table 1](#T1){ref-type="table"}. Although the mean age of Group II was younger than in Group I, no statistical significant difference was noted between the two groups with respect to age, gender, T-score on the BMD and anatomic distribution. The mean VAS improved from 8.5 before surgery to 1.9 after surgery, and the mean Oswestry disability questionnaire scale changed from 76.6% to 40.0% in Group I. The VAS improved from 8.0 to 2.1 and the mean Oswestry disability questionnaire scale improved from 74.6% before surgery to 38.2% after surgery in Group II. In both groups, a significant improvement in the VAS and Oswestry disability questionnaire was achieved (p\<0.001) ([Table 2](#T2){ref-type="table"}). One hundred and forty six patients out of 157 in Group I (93%) and 83 out of 93 patients in Group II (90%) were graded as having excellent or good results according to the modified MacNab\'s criteria. There were no major complications such as fat embolism, pulmonary embolism and postoperative deaths. All patients in Group I achieved successful bone fusion according to the fusion criteria described above. However, two patients had clinically symptomatic cement extravasation in Group I. ([Fig. 3](#F3){ref-type="fig"}). One patient experienced slight motor weakness and the other patient had transient hypoesthesia. However, five patients developed screw loosening that required re-operation with bone cement augmented screw fixation within six months in Group II ([Table 3](#T3){ref-type="table"}). One patient in Group I and two patients in Group II had deep wound infections with underlying diabetes mellitus. In all patients, a debridement with secondary sutures was necessary and methicillin-resistant staphylococcus aureus grew in the bacterial cultures. However, the infections were controlled after intravenous antibiotics treatment for eight weeks without removal of the screws.

DISCUSSION
==========

Augmentation of pedicle screw fixation with bone cement has been used for many years and experimental studies have demonstrated that various cements such as PMMA, hydroxyapatite, and calcium sulfate are effective for augmentation of the pedicle screw[@B2],[@B3],[@B4],[@B5],[@B7],[@B8],[@B9],[@B11],[@B22]. Among them, PMMA has been becoming the most popular material used due to its simplicity, availability, and cost effectiveness. Moreover, some studies have demonstrated that PMMA has a stronger augmentation power than calcium phosphate and calcium sulfate cement for primary screw augmentation[@B12],[@B13],[@B17]. PMMA has been shown to increase the pull out strength from 96% to 262% and transverse bending stiffness up to 153%[@B20]. Indeed, we made the bulk of the screw with bone cement by injecting bone cement to the spinal cancellous bone; this prevented the \"teeter-totter\" motion of screws in the spinal pedicles until bone fusion[@B17]. However, bone cement can leak into the epidural space, which can cause an associated myelopathy or radiculopathy. The intravertebral space initially created by the tap screw allows placement of more viscous, partially cured, bone cement. Viscous bone cement can be injected using low pressure with this method. When the cement is injected, the only way for cement to flow is from the middle to posterior and/ or anterior vertebral body. In that circumstance, most of the injected cement will stay in the vertebral body and will not easily flow back from the space between needle and pedicle tract. There-fore, cement leakage from the unrecognized breached pedicle into the spinal canal or intervertebral foramen can be avoided. In addition, the inserted depth of the biopsy needle should be in the middle third of the vertebral body. It is presumed that the injected cement will flow from the middle to anterior or posterior part of the vertebral body, and then the pedicle. Finally, the viscosity of bone cement must be considered. If it is too thick, the injection of bone cement can cause problems. If it is too thin, it may leak into the blood vessels or the neural foramen. Furthermore, bone cement might spread too widely on the vertebral body, and as a result, the fixation strength would be decreased[@B7],[@B8]. In addition, systemic complications including fever, infection, hypoxia and pulmonary embolism have been reported with the use of PMMA[@B6]. There was one case of methicillin-resistant staphylococcus aureus wound infection in Group I that was well controlled. No surgical death, myocardial infarction, catastrophic pulmonary embolism or fat embolism occurred. MacAfee et al[@B10]. reported that PMMA augmentation increased the physical interaction of titanium implants with the contact area of cancellous bone. Ultimately, repetitive cyclic loading in the absence of an effective interbody or posterolateral fusion will result in implant and PMMA loosening and progressive bony erosion, a phenomenon familiar to orthopedic surgeons that apply bone cement in hip replacement surgery. Thus, careful attention to a bony arthrodesis is still necessary until a bioactive or osteoinductive bone cement becomes available. Theoretically, bone fusion is almost always necessary for most patients that have spinal instrumentation; except for patients that have tumor metastasis and have a short life expectancy. Once the fusion is achieved, the fixation force of the spinal instrumentation would not be necessary. In that situation, whether the cement is biodegradable, osteoconductive, or has some negative effect on the bone remodeling is no longer important. By contrast, if nonunion of the spinal fusion occurred, the screw would eventually have problems, whatever the initial rigidity of the fixation force[@B1]. In order to obtain a solid fusion, there must be adequate fixation to immobilize the fusion area while the bone graft heals to the vertebral segments. In this study, none of the patients in Group I had screw loosening, back-out or breakage after a mean of 12 months of follow-up in contrast to Group II. This result suggests that the PMMA augmentation force can adequately withstand and serve to immobilize while bone fusion has been achieved. The limitations of this study include the following. First, one of the concerns in interpreting the results of this procedure was the difficulty in determining fusion success radiographically due to the short follow-up period. It is generally accepted that a solid fusion cannot be confirmed radiographically until 6 to 9 months after surgery. Pseudoarthrosis may be defined in the lumbar spine as a failure of a solid fusion 1 year after surgery[@B16]. It is for that reason that the follow-up period was from the shortest duration of 10 months and the mean time period was 1 year after surgery. However although the clinical results were satisfactory based on the fusion criteria for the follw up period in our study, further investigations including more rigorous selection of patients and long term follow-up are needed. Second, in spite of the successful results, other factors that might depend on screw fixation strength such as screw diameter or insertion techniques were not considered in this study. Moreover, bone cement augmentation may cause serious complications related to cement leakage such as motor weakness and hypoesthesia similar to the patients in this study. Hence, the use of PMMA must be monitored carefully in spite of its advantages.

CONCLUSION
==========

Whether bone cement augmentation is added or not, it was possible for screw fixation to achieve satisfactory results in patients with severe osteoporosis. However, if used carefully and properly, bone cement augmentation can prevent screw loosening and be an effective treatment in patients with severe osteoporosis.

![Diagram of surgical technique. (**A**) Insertion & removal of preceding tap screws. (**B**) Insertion of bone biopsy needle. (**C**) Injection of bone cement. (**D**) Insertion of transpedicular screws.](kjs-9-79-g001){#F1}

![A 59-year-old female patient fell down and sustained an unstable L1 bursting fracture (T-score on BMD:-3.72). (**A**), (**B**), (**C**), (**D**): Preoperative simple radiographs, computed tomography scans demonstrate about 50% canal encroachment, 26° of kyphotic deformity and 60% loss of anterior vertebral height. (**E**), (**F**), (**G**), (**H**): Postoperative simple radiographs and 3-dimensional computed tomography scans show improved the canal encroachment and anterior vertebral body height without any cement leakage.](kjs-9-79-g002){#F2}

![A 67 year old woman with low back pain and left leg radiating pain (T-score on BMD: -3.89). (**A**) & (**B**): Preoperative simple radiograph and T2 sagittal image show degenerative spondylolisthesis and spinal stenosis at L4-L5 and L5-S1 level. (**C**) & (**D**): Postoperative simple radiographs show cement extravasation at L3-L4 level.](kjs-9-79-g003){#F3}

###### Basic characteristics of patients (n=250)
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^\*^BMD: Bone Marrow Density

###### Functional and pain scoring of patients
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Data were presented as mean±standard deviation.

^\*^VAS: visual analog scale

###### Complications related to procedures
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